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BTl MISSOURE DEPARTMENT OF HEALTH IREATH ALCOHOL PROGRAM

;\?ﬁ %) STATE PUBLIC HEALTH LABORATORY -
MEESY DATAMASTER MAINTENANCE REPORT JUN -3 2009

‘Complete this report in duplicate at the time of ihe regular monihly preventive maintenance GHGS BHA MHEINGTIsI ument
is repaired. Send copy o Department of Heallh, retain original in departmen {fte,

DATANMASTER SN OATE OF INAPLCTYION
201274 _ 106-02-2009
LOCATION OF INSTRUMENT ISTREET AM{I C1TY) TOAC OF tHSPECTION
2410 Goodale Overiand, MO 63114 1345

CHECKLIST; Piace a ¢heck (~) 10 the ialt of aach item i found 1o be satistaciory or if operating within estabiished fimits (Write
in observed values whare determined.) Unchecked ilems must be correcied belore using inslrument

¥ DIAGNOSTIC CHECK (PRINTOUT ATTACHED)

Wl compuren i peTecToR
%4 PROGRAM M ruTers -

VI HEATERS SAMPLE CHAMBER 49 o ¥ uARTZ STANDARD l
i} FLow DETECTOR . ) cauisraTiON o
Y1 pump HIGH SPEED i1 prINTER

W] INDICATOR LIGHTS

¥ TIME AND DATE 1348 O(a/o.;?_-/oc?
] SIMULATOR TEMPERATURE (34 °C + 0.2°¢) 34.0 degrees centigrade

7] CALIBRATION GHECK -

Run thres lests using 2 standard solution. All three tests must be within L 5% ol the slandard value and must have 3
spread of (006 or fess. Check the box corresponding to the standard sofution being used. {PRINTOUT ATTACHED) (USE
ARECIRCULATION PUMP)

Wl 0.100% STANDARD - MUST AEAD BETWEEN 0.095% and 0.105% INCLUSIVE
3 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
{ONLY ONE STANDARD 15 TO BE USED PER MAINTENANCE REPORT)

TEST1 .093 TESTZ2 # 96 TEST3 097

{

V] PERECAM R.F1 TEST (PRINTOUT ATTACHED)

: [Z, NUMBER OFf REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN £EACH RANGE AS
FOLLOWS- (DO NOT INCLUDE SIMULATOR FESTS)

REFUSALS 4 |{0-.04) 4 {.05-.09} 2 (.10-.14) ) (15-.19) 3 {Over 19) 0

Lisl any new parlts anzjmaescribe any alteation or modification that was madge to restore the instrument to opsarate sotistactorily §
and within ostablished limils (use olher side if necessary)
Qperates wilhin DOH standards

fma e

Solution: Guth Laboratories, Lot #08400, Expires 12-08-2009

PECTING OFFICER

NT NAME

LN /9 ¥ ('{é/ Penny Myswaner

TerC 5 PEAMIT AUMBER/EXPIRATION DATE TCLEFHONE NUWADER T CoTTTT
720187 09/10/2009 (314) 428-1212
KO 5881408 i1-04) AW CGUAL QRPOMTUNITY AR TRBATIVE AGTION YU HBYEN Lab tIg

txevaies provadsd on m furtheg A Yoy banm
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®
A@ GUTH LABORATORIES, INC.

590 NORYH 67th STREET ¢ HARRISBURG, PA 17111- 4511 @ TELEPHONE: 717-564-£470

CERTIFICATE OF ANALYSIS
Certified Alcohol Réference Solution for Simulator

Random Samples of Lot Number 08400 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography and found to contain 0,.1204 percent
(w/vol) ethyl alcohol. The expiration date for this lot
number is December §, 2009 at 11:59 PM,

When used in a calibrated Simulator, operating at
34°C  +/- .2°C, this solution will give a breath alcohol

analysis instrument reading of 0.10 percent BAC.

The alcoho) anhd water used in this solution were

free of test interfering substances.

Ted L. Pauley, President
GUTH LABORATORIES, INC.
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Eace This Side Down - This Edge In First
BAC DataMaster
--Bvidence Ticket

L = STATE OF #

TES0UR]

L OVERLART MOLITE "':FFF‘“E 1T

A 7 pAC DATAMASTER SERIAL HUMBER 2dia?d
T GE/ DR 0T

s

v T TEATING GFF ICER:

et Y SHRHER PENHY

i GECTCER T.3.1 461

PERISIT NUMBER: FEO1E7
W EWEIRATION DRTE: @9/1@/03

MISCELLRNEQUS DRTFS

e ZUPERYIZOR MODE -

COBLENK TEST R 1 21 5%
©INTERMAL TTRMTARD  * WERIFIED  1338G
ENTERNMAL 3TAHIRRD _i;ﬁ L EAD 153853

BUHNK TEST AN Ts 2 P 450
EXTERMAL STRADARY 7 898 Rt

BuaMy TEST ) , 3B LEET

Wi EXTERNAL STANDRRE LEsy LEGT
v BLARMK TEST L A LG
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. Frinted on recyclan paper wis agri-based inke GMBLE 2208-0%

T0: 5738403586

P.577
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Racic AR -

B ) Face This Side Down —~ This Edge In First
e | BAC DataMaster
_Evidence Ticket

f:‘

. « STATE OF WISSTARI

N iVERLANT POLICE DEPARTHENT

»

be  PRL DRTAMASTER SERIAL MUMBER 201274

M, e B/ BD

AREEST TIME:D 13358
SURJELT MAME:

LOE . JOr-E
CDiDED 8181863 SEMY
STATE/D.L.: MO~ L23452702

ARRESTING OFFILERS

NY SHRMER.PEMMY
OFFICER I.D.t d&i
TESTING OFFICER:

AV SHRHERSFENRY
OFFICER 1.D.: 48l gx{
FERMIT MUMBER: 724 a? ,
ExPIRARTION DRTE: ©9-i@ ¢
MISCELLANENS DATA:

/

g ——— DREATH ANALYSIS -—-
o
bitbae el mopNK TEST . A5 i4:87
INTERNAL 2TANDARD VERIFIED 14357

"5 T RADIN IMTERFEREMCE

'Mlm‘ Signature /- W # [7'{9}

- Printed on recyclod papor wih agri-bazed Inks CMSU 2209-02
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